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Serial Number Time Gas Type PassedFailed Bump Timeout

10122NN236 862012 51643 AM Pentane 25 Passed 120

011724550812 0 862012 51634 AM Carbon Monoxide 100 Passed 120

011686926210 0 862012 51626 AM Hydrogen Sulfide 25 Passed 120

011772248503 1 862012 51615 AM Sulfur Dioxide 10 Passed 120

36483830031 862012 51557 AM Oxygen 19 Passed 120

10122NN236 852012 53129 PM Pentane 25 Passed 120

011724550812 0 852012 53121 PM Carbon Monoxide 100 Passed 120

011686926210 0 852012 53116 PM Hydrogen Sulfide 25 Passed 120

011772248503 1 85201253102 PM Sulfur Dioxide 10 Passed 120

36483830031 852012 53044 PM Oxygen 19 Passed 120

10122NN236 852012 45440 AM Pentane 25 Passed 120

011724550812 0 852012 45432 AM Carbon Monoxide 100 Passed 120
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